[Accreditation of automated complete blood count by the LH750 Analyzer (Beckman Coulter) in Georges Pompidou Hospital (Paris, France)].
Preliminary evaluation of quantitative clinical laboratory measurements is a prerequisite for the accreditation of clinical laboratories, according to the French Committee of Accreditation guidelines following the European reference Standard EN ISO 15189. Numerous papers have been published regarding biochemistry and immunology. However, data are lacking for automated complete blood count accreditation. We report here our experience at Hôpital européen Georges Pompidou hematology laboratory and present the performance characteristics of two mirrored LH750 Beckman-Coulter analysers, including precision, accuracy and uncertainty of measurement.